EU-Konformitatserklarung

Diese Erklarung wird in die fir das Bestimmungsland des Produkts geeignete Sprache Ubersetzt.
1. Personliche Schutzausriistung (Produkt, Typ): FFP2

Product Code: FM0201-966 Foto des Produkts:

Name: Ju

2. Name und Anschrift des Herstellers und seines Bevollméchtigten (falls zutreffend)
Hersteller

Firmenname: Zhejiang lily Underwear Co., Ltd.

Adresse: n0.358 Wenxi street, Wucheng District, Jinhua City, Zhejiang Province, China
Zugelassener Vertreter der EU:

Name: medpath GmbH

Adresse: Mies van der Rohe Straf3e 880807, Munchen, Deutschland

3.Diese Konformitatserklarung liegt in der alleinigen Verantwortung des Herstellers:

4. Gestellter Zweck (Identifizierung der PPE, Ruckverfolgbarkeit mdglich; falls erforderlich

Die Identifizierung der personlichen Schutzausriistung kann ein ausreichend klares Farbbild
umfassen: eine Gesichtsmaske mit CE-Kennzeichnung (FFP2 NR: fm0201-966).

5. Der Zweck der Erklarung gemaf Buchstabe 4 ist mit den einschlagigen harmonisierten EU-
Rechtsvorschriften vereinbar:

Verordnung der PPE (EU) 2016 /425.

6. Verweis auf die einschldgigen harmonisierten Normen, einschlie3lich des Datums der Norm,
oder Verweis auf andere technische Spezifikationen, einschlie3lich des Datums der Spezifikation,
in der die Einhaltung erklart wird:

EN 149:2001+A1:2009

7.Unterrichtet die Agentur gegebenenfalls tiber die allgemeinen Zertifizierungs- und
Aufsichtsdienste.NB 2163, necip FAZ Kombi353I bulvar Kombi353535; keyap sitesi E2 Blok Nr: 44
/ 84 Yukar-353; duduilu, Omraniye, Istanbul, Turkei, EU-Baumusterinspektion (Modul B) wurde
durchgefuhrt und das EU-Baumusterinspektionsbescheinigung 2163-ppe-634 wurde ausgestellt.

8. Soweit zutreffend, persdnliche Schutzausriistung wird gemaf dem
Konformitatsbewertungsverfahren durchgeftihrt, das auf der Zufallskontrolle interner
Fertigungskontroll- und Uberwachungserzeugnisse (Modul C2) basiert, und das Modul C2-
Zertifikat wird gemaf der tiberwachten Produktinspektion der benannten Stelle
Universalzertifizierung und Aufsicht Service Trade Co., Ltd. ausgestellt.NB 2163 necip fezftl Bulvar
/T keyap sites'e2 Lot Nr. 44 / 84 yukark dududududullu, omraniye, Istanbul, T trkei,

9 Zusatzinformationen: nicht zutreffend
Name und Position: Vorsitzender Huang Xuxiao
Ort und Datum der Ausstellung: 7.09. 2020

Unterschrift:
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CERTIFICATION

NB 2163

EU TYPE EXAMINATION CERTIFICATE

Certificate Nr: 2163 - PPE - 634

Respiratory protective devices, filtering half masks to protect against particles manulactured by

ZHEJIANG LILY UNDERWEAR CO. LTD.
No 358 Wenxi Street, Wucheng District, Jinhua City, Zhejiang, CHINA
are tested and evaluated according to
EN 149:2001+A1:2009 Respiratory Protective Devices -
Filtering Half Masks To Protect Against Particles -
Requirements, Testing, Marking

Based on the type examination conducted with the evaluation of test reports, technical file
according to Personal Protective Equipment Regulation (EU) 2016/425 Annex 5, it is approved
that the product meets the requirements of the regulation. The details of essential requirement
compliance is given in technical report numbered KIKD-2163-635.

Product Definition
Brand Name: JU Model : FM0201-966

Filtering half mask
Total Inwards Leakage: Class — FFP2

Here by the manufacturer is allowed to use notified body number (2163) and can fix CE mark,
as shown below, on the Category 111 product models given above, with;

e Issuing an appropriate EU Declaration of Conformity according to Personal
Protective Equipment Regulation (EU) 2016/425 Annex 9.

e Ongoing successful performance in fulfilment of the requirements set out in Personal
Protective Equipment Regulation (EU) 2016/425 and harmonised standards, ensured
by assessments based on Annex 7 (Module C2) or Annex 8 (Module D) of the
regulation no later than | year from the beginning of serial production

This certificate is initially issued on 27/04/2020 and will be valid for 5 years if there is no
change in the relevant harmonised standard affecting the essential health and safety

requirements.
- C€ o@dv,\

2163

Suat KACMAZ
UNIVERSAL CERTIFICATION
Director

The validity of this certificate can be verified online.

Necip Fazil Bulvan Keyap Sitesi E2 Blok No:44/84 Yukari Dudullu Umraniye - ISTANBUL - TURKEY  T:+90 216 455 80 80

UNIVERSALCERT.COM




UNIVERSAL

CERTIFICATION

NB 2163

CERTIFICATE OF CONFORMANCE

Certificate Nr: 2163 - PPE — 634/01

Respiratory protective devices, filtering half masks to protect against particles manufactured by
ZHEJIANG LILY UNDERWEAR CO. LTD.

at the following manufacturing site
No 358 Wenxi Street, Wucheng District, Jinhua City, Zhejiang, CHINA

Continues to fulfil the requirements of

EN 149:2001 + A1:2009 Respiratory Protective Devices -
Filtering Half Masks to Protect Against Particles -
Requirements, Testing, Marking

Based on the evaluation of test reports and internal quality control audit reports according to EN
149+A1:2009 and Personal Protective Equipment Regulation (EU) 2016/425 Annex VIl (Module
C2). This certificate implies that the manufactured products show below are in conformance with
the approved EU Type Examination model and meets the requirements of the regulation. The
details of compliance is given in technical report numbered PPE-2163-635/01

Product Definition
EU Type Examination Certificate
Model Class Serial Nr, Date Issuing NB Nr.
. FM0201-966 FFP2 2163-PPE-634 27.04.2020 2163

Here by the manufacturer is allowed to use notified body number (2163) and can fix CE mark, as
shown below, on the Category 111 product models given above, with;
o Issuing an appropriate EU Declaration of Conformity according to Personal Protective
Equipment Regulation (EU) 2016/425 Annex 9.
o  Taking all measures necessary so that the manufacturing process and its monitoring
ensure the homogeneity of production and conformity of the manufactured PPE with the
type described in the EU type examination certificate.

This certificate is issued on 27.04./2020 and will be valid for one year, until 26/04/2021 if the
manufacturer makes no major change in the product designs and manufacturing processes
affecting the product performance on the essential health and safety requirement.

C€

2163 \
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Suat KACMAZ
UNIVERSAL CERTIFICATION
Director

The validity of this certificate can be verified online.

Necip Fazil Bulvari Keyap Sitesi E2 Blok No:44/84 Yukar Dudullu Umraniye - ISTANBUL - TURKEY ~ T:490 216 455 80 80

UNIVERSALCERT.COM




UNIVERSAL

CERTIFICATI®ON

TECHNICAL ASSESSMENT REPORT

REPORT DATE /NO : 27.04.2020 /PPE-2163-635

Client: ZHEJIANG LILY UNDERWEAR CO. LTD

Address: No 358 Wenxi Street, Wucheng District, Jinhua City, Zhejiang, CHINA

This report is for the, given above, manutacturer prepared according to the test results obtained for the product dated 25.04.2020 with 1D 04-2020-T-049
based on EN 149: 2001 + A 1: 2009 standard. The technical file of the manufacturer, and risk evaluation against the essential health safety requirements
and the test report evaluated for their relation with Essential Requirements of Personel Protective Equipment Regulation and found to be appropriate.

This report is an annex and an integral part of the EU Type Examination Certificate No. 2163 - PPE - 634 issued to the manufacturer. The test results
and issued certificate belong only to the tested product. The technical report consists of a total of 6 pages.
Product Deseription : Particle Filtering Half Mask
Total Inward Leakage: Classitication — FFP2
Trademark : JU
Model : FM0201-966

O
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Penetration of filter material: ;

bRTlF!CA[‘ION

: Paraffin Ol Testing

s . Paraffin Oil Testing Requirements in accordance
Condition 51:?“:,2 95 L/min max (%) with EN 149.2001 + A1:2009 Result
(AR) 2% 120
(A.R) 27 4,26 Filtering half masks fulfill the
(AR.) 28 413 FFPI <20 % requirements of the standard
(5.W) 4 3,96 EN EN 149:2001 + Al:2009
(S.W.) 5 394 FFP2<6% given in 7.9.2 in range of the
(S.W.) 6 3,86 first and second protection
(M.S. T.C) 10 4,15 FFP3< 1% class
(MS.TC) 5 4,08 (FFP1, FFP2)
(M.S. T.C.) 12 4,17

Conditioning : (M.S.) Mechanical Strength

(T.C.) Temperature Conditioning
(A.R.) As Received, original
(S.W.) Stmuhled wewnnp_. treatment

Compaﬂbnlltv with skin: In Practical Performance report, the likelihood of mask untenalx in contact with the skin causing irritation or other
adverse effect on health was not reported.

ﬁnmmnhiﬁf E

Condition SI: ?r;poii Visual inspection Requirenll:;:tgt;g Iaicfﬁ%?g““h ) Result
(A.R) 37 14 Filtering half mask Passed
(AR) 38 1,3 shall not burn or not
(T.C) 21 ];2 continue to burn for Filtering half masks fulfill
(T.C.) 2 12 more than 5 s after requirements of the
= ¥ removal from the flame standard
Conditioning : (A.R.) As Received. original
| (T.C.) Temperature Conditioning
| Carbon dioxide content of the inhalation air:
An average
Conditior No. of CO: content of the inhalation air | CO: content off Requirements in accordance with Result
‘ Sample [%] by volume the inhalation EN 149:2001 + A1:2009
air
‘ (AR) 41 ] 0.86 Passed
(AR) 2 i 0.32 CO: content of the inhalation air | o oo |
3 0,87 shall not exceed an average of fl?ulﬁll |
(A.R) 0,93 1,0% by volume requirements of the
standard

Con(lllmnmg (A R.) .55 Re;e:vcd ongmal

" Head harness: In Practical Performance report, No adverse effects have been |eporled for holdmg the mask of the head harness firmly in |

| position, for total inward leakage properties.

| Field of vision : In Practical Performance report, No adverse effects were reported for the field of vision features.

| Breathing Resistance: Inhalation

Inhalation Resistance (mbar)
i : Requirements in Result
Condition No. of Flow Rate a::::g’;:?::&ii'glq Flow Rate accordance with
Sample 30 L/min ’ ; 95 L/min EN 149:2001 + |
149:2001 + A1:2009 A1:2000 i
i (AR) 29 0,5 - 1
[ (AR) 30 0,5 i . -
| aR) 3 o FFP1 20,6 FFP1 <2,
AR = Ll .
e FFP2<0.7 - FEP2=24 Passed
| % FFP3 <10 FFP3 <30
| e [T g )

(T.C.) 15
| Conditioning : (A.R.) As Received, original
| (S.W)) Simulated wearing treatment i
| (T.C.) Temperature Conditioning - B - % R B
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